
June 20, 2019
5:23 PM inserted aluminum block into freezer Temp=-52C
5:29 PM Temp of freezer = -48C
5:34 PM T = -46C
5:40 PM T = -43C
5:45 PM T=-42C
5:51 PM T= -41
5:56 PM T = -41
6:02 PM  T = -41
6:13 PM  T = -42
6:21 PM T = -43

June 21, 2019 
1:42 PM insert block 3,  Temp = -53 C
1:45 PM T = -52
1:50 PM T = -51
1:54 PM T = -50
2:09 PM -49
2:15 PM T = -48
2:25 PM T = -47
2:33 PM  T = —47
2:52 PM T=-48

pr120-9
relay alarm connection

red - normally closed
white -common
blue - normally open

freezer range:
-40 - -85
115 Volts 60 Hertz


